
 3 Lumens

 Irrigation Port

 Can irrigate wound cavity with saline or other 

fluid

 Suction Port

 Attached to suction – frequency & intensity per 

Surgeon orders

 Sump Port

 Allows inflow of air for effective drainage of fluid 

& prevent adherence of tube to adjacent 

structures

 Do NOT attach this to suction or put fluid through 
this port

 Typically placed in abdominal cavity

SUMP


